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Abstract 
In this paper, a novel detection reagent for formaldehyde determination is proposed, and is 
applied to a simple and highly sensitive flow injection method for the spectrophotometric 
determination of formaldehyde. The method is based on the reaction of formaldehyde with 
methyl acetoacetate in the presence of ammonia. The increase in the absorbance of the 
reaction product was measured at 375 nm. An inexpensive light emitting diode 
(LED)-based UV detector (375 nm) was, for the first time, used. Under the optimized 
experimental conditions, formaldehyde in an aqueous solution was determined over the 
concentration range from 0.25 - 20.0 x 10-6 M with a liner calibration graph; the limit of 
detection (LOD) of 5 x 10-8 M (1.5 μg L-1) was possible. The relative standard deviation of 
12 replicate measurements of 5x10-6 M formaldehyde was 1.2 %. Maximum sampling 
throughput was about 21 samples / h. The effect of potential interferences such as metals, 
organic compounds and other aldehyde was also examined. The analytical performance 
for formaldehyde determination was compared with those obtained by the conventional 
acetylacetone method, which uses visible absorption spectrophotometry. Finally, the 
proposed method was successfully applied to the determination of formaldehyde in natural 
water samples.  
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1. Introduction 
Formaldehyde (HCHO) is the most abundant gas-phase carbonyl compound in the 
atmosphere, and is a colorless and strong-smelling gas under normal conditions, and is 
soluble in water. Formaldehyde is a very toxic compound and has been classified as a 
human carcinogen (cancer-causing substance) by the International Agency for Research on 
Cancer, and also as a probable human carcinogen by the U.S. Environmental Protection 
Agency [1]. Skin contact with formaldehyde solution can cause irritation, and drying and 
reddening of the skin. Long-term contact with formaldehyde can cause sensitization of the 
skin, resulting in a rash or eczema. Eye irritation may occur at formaldehyde 
concentrations of about 0.2 mg L-1, and tears will form at about 4 – 5 mg L-1. Massive and 
intolerable tear formation occurs at concentrations higher than about 10 mg L-1 in most 
people. Contact of the eyes with concentrated formaldehyde solutions can cause severe 
eye irritation, injury and possible blindness. Swallowing of formaldehyde solution is 
unlikely, but if it occurred, it would result in irritation and severe pain in the mouth, throat, 
and digestive tract [2]. Formaldehyde is very active, and is transported in air, water and 
contaminated soils. In aqueous systems, atmospheric deposition is a significant source of 
formaldehyde, since formaldehyde concentration in rainwater is higher than those in 
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surface waters, by three orders of magnitude, or more [3]. Formaldehyde in drinking water 
arises mainly from the oxidation of natural organic (humic) matter during ozonation [4] 
and chlorination [5]. It also enters drinking water via leaching from polyacetal plastic 
fittings in which the protective coating has been broken [6]. Formaldehyde concentrations 
have been found up to 30 μg L-1 in ozonated drinking water [7, 8]. In a study, which was 
carried out in Taiwan, formaldehyde concentrations in bottled and packed drinking water 
were lower than 129 μg L-1, which were all below the detection limit of the analytical 
method used for the investigation [9]. Furthermore, in Japan, the maximum concentration 
of formaldehyde in drinking water is regulated at less than 80 μg L-1 (2.7 μM) [10]. 
Recently, the high chemical reactivity of formaldehyde has caused an increasing serious 
problem on human health. 
For the determination of formaldehyde, a number of methods have been proposed so 
far. In general, in an aqueous environment, most of the proposed methods for the 
determination of formaldehyde require the derivatization with various reagents prior to 
their measurement, which can forms colored products and can be detected 
spectrophotometrically. Of these, numbers of the methods are based on the reaction of 
formaldehyde with 2,4-dinitrophenylhydrazine (2,4-DNPH) to form hydrazone [11]. 
However, 2,4-DNPH can react with many aldehyde and ketones, and the 2,4-DNPH 
derivatization reaction takes one hour for a complete reaction. The chromotropic acid 
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(1,8-dihydroxynaphthalene-3,6-disulphonic acid) method [12-14], MBTH 
(3-methyl-2-benzothiazolone hydrazone) method [15-17], AHMT 
(4-amino-3-hydrazino-5-mercapto-1,2,4-triazole) [18-20] and pararosaniline method 
[21-24] are popular colorimetric methods for the detection of formaldehyde. In these 
method, however serious problems are present; for example, the chromotropic acid 
method needs hot concentrated sulphuric acid [12] or a less harmful mixture of HCl and 
H2O2 [25]. The MBTH method has been less commonly used because it is very expensive 
and can react easily with other aldehydes, and the sample solutions should be measured 
immediately after sampling due to the instability of the MBTH– formaldehyde 
intermediate [26, 27]. The AHMT method needs a very strong base as the reaction 
medium, which is not desirable especially as carbonate formation will occur. In the 
method using pararosaniline-based Schiff reaction, color development is relatively slow 
and sensitivity is not so good [28]. A fairly sensitive fluorimetric method, based on the 
reaction of formaldehyde with 3,4-diaminoanisole to form a fluorescent Schiff base, has 
also been reported. The method, however, needs a refluxing process, which is very tedious 
[29]. 
One of other widely used derivatization reaction is a Hantzsch reaction, which is 
based on the derivatization of formaldehyde with β-diketone, in which 2,4-pentanedione 
(acetylacetone) [30, 31], 5,5-dimethyl-1,3-cyclohexanedione (dimedone) [32], 
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1,3-cyclohexanedione (CHD) [32], 4-amino-3-pentene-2-one (Fluoral-P) [33], and 
acetoacetanilide (AAA) [34] have been used as derivatization reagents. These methods are 
relatively sensitive and selective for formaldehyde. However, the procedure by a 
batchwise method needs long reaction times and can not be simply adopted for an 
automatic analysis. In order to develop a simple and automated method of analysis for 
formaldehyde, a flow injection analysis (FIA) method has been frequently used. Li et al. 
proposed a fluorometric flow injection system using CHD as the reagent [35]. The 
sensitivity of CHD system is very good; LOD is 10-15 nM. Sakai et al. developed a highly 
sensitive fluorometric FIA system with dimedone, and measured gaseous formaldehyde 
after absorbing in aqueous solution [36]. Later, our colleagues developed an on-line 
collection/concentration of trace amounts of formaldehyde with chromatomembrane cell 
(CMC) and its on-line determination by a fluorometric flow injection technique using 
acetylacetone method [37]. The method with acetylacetone system can measure 
formaldehyde as low as 8 × 10−9 M (0.2 μg L-1). Such fluorometric methods for 
formaldehyde determination require high reaction temperatures, so that high backpressure, 
a postcooling device or a debubbling diffusion cell are necessary to prevent the bubble 
generation and the increase in consequent noise. Recently, a flow injection fluorometric 
detection method with acetoacetanilde was developed by the authors [38]. The method can 
be carried out at room temperature; the detection limit is 3 x 10-9 M (0.09 μg L-1). In these 
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fluorometric methods, an expensive instrument as a detector is needed. Moreover, organic 
solutions such as acetonitrile, acetone or ethanol are necessary. 
In the determination of trace amounts of formaldehyde in water, in general, some 
enrichment procedures are always used for the preconcentration of formaldehyde before 
measurement [39-41]. Therefore, a simple and highly sensitive method for formaldehyde 
determination is required for the direct analysis of water samples without any 
preconcentration techniques.  
In this work, a novel detection reagent, methyl acetoacetate (MA), was proposed for 
the determination of formaldehyde. The reaction can take place in a mild aqueous solution. 
A simple flow injection system, consisting of a pumping system, a sample injection valve, 
a reaction coil, a heating system and a LED detector (375 nm) for the formaldehyde 
determination in natural water was developed.  
 
2. Experimental 
2.1. Reagents 
All reagent solutions were prepared using purified water from a Milli-Q Labo system 
(Elix 3/Milli-Q Element, Nihon Millipore Corp., Japan) and all the reagents used in this 
work were of analytical reagent grade. 
A 0.10 M standard solution of formaldehyde was prepared by diluting 0.78 ml of 
36.0-38.0% formaldehyde solution (Wako Pure Chemicals, Osaka) to 100 ml with purified 
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water, followed by an accurate concentration determination using the iodometric method 
[42]. The working standard solutions were prepared by accurate dilution of the standard 
stock solution just before use. 
A 0.2 M methyl acetoacetate stock solution was prepared by diluting 2.15 mL of 
commercially available methyl acetoacetate solution (Tokyo Kasei, Tokyo) to 100 mL 
with purified water.  
  An ammonium acetate stock solution was prepared by dissolving 77.1 g of 
ammonium acetate (Wako Pure Chemicals, Osaka) in the purified water and diluting it to 
250 ml with purified water.  
The following buffer solutions were used to adjust pH of the solutions: acetate buffer 
(acetic acid–sodium acetate) for the pH range of 3.0–7.0, prepared by mixing 2.0 M acetic 
acid and 2.0 M sodium acetate solution; phosphate buffer (disodium hydrogenphosphate – 
potassium dihygrogenphosphate) for pH 5.5–8, prepared by mixing 2 M disodium 
hydrogenphosphate and 2 M potassium dihygrogenphosphate.  
For interference testing, the following compounds were used: sodium chloride, 
sodium nitrate, sodium nitrite, sodium sulfate, sodium sulfite, sodium carbonate, copper 
(II) chloride, iron (III) nitrate, hydrogen peroxide, acetic acid, acetone, propionaldehyde 
and acetaldehyde. All these chemicals were purchased from Wako Pure Chemicals (Osaka, 
Japan).   
 
 7
2.2. Apparatus 
2.2.1. UV-VIS equipment 
For absorption spectra and absorbance measurements, a UV-2400 PC double beam 
spectrophotometer from Shimazu (Japan) furnished with 1.0 cm pathlength quartz cell was 
used: absorption spectra were registered from 300 to 500 nm. 
 
2.2.2. Flow-injection detection system 
A schematic diagram of employed flow-injection analysis system is presented in Fig. 
1. A double-plunger pump (Sanuki Kogyo, RX-703T, Japan), P, was used for propelling a 
carrier solution (CS) and a reagent solution (RS). A six-way switching valve   (Sanuki 
Kogyo, Japan), V with a loop, was used for introducing standard formaldehyde solutions 
and samples into the carrier stream. Flow lines were made of PTFE tubings (0.5 mm i.d.). 
A thermostating dry bath (Iuchi, EB-303, Japan) was used throughout the whole 
experiment. The signal was measured with a UV-LED-based detector with an interference 
filter of 375 nm (AT-500), which was specially assembled collaborately with Moritani et al. 
of Artech Co. Ltd., Japan, and saved in a personal computer using a FIA monitor/data 
processing apparatus (F.IA. Instrument, Tokyo, Japan) 
A pH meter (Mettler Toledo, MP220, Switzerland) was used for adjusting pH of the 
reagent solution. All measurements were performed in a temperature-controlled room 
(25.0±0.1oC).  
 
2.3. Derivatization procedure by batchwise method 
 
To a 10 mL calibrated flask was transferred 5 mL of 4.0 M ammonium acetate (pH 
=7.2), 2.5 mL of 0.2 M methyl acetoacetate, and a series of standard formaldehyde 
solutions, and then the mixtures were diluted to the mark with purified water. The mixed 
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solution was lead to react for 10 min at 60 oC in a water bath, and then cool down in water 
for 5 min. Finally, the reaction mixture was transferred to a quartz cell for the 
measurement of absorbances; the absorbance of the reagent blank and the sample 
solutions were measured at 375 nm. 
 
2.4. Flow injection procedure  
     For a simple, rapid and continuous determination of formaldehyde, the proposed 
detection reaction was applied to flow injection analysis. Fig. 1 shows the flow injection 
system used in this work. The procedure was started by flowing the carrier and the reagent 
solution at a flow rate of 0.4 ml min-1 through the PTFE tubings until a stable baseline 
signal was achieved, at this point, 300 μl of working standard solutions of formaldehyde 
were introduced into the carrier stream through a six-way injection valve. The standard 
formaldehyde solutions are mixed with the reagent solution, and flowed into the reaction 
coil (RC). Then, absorbance change of the reaction product was measured with a UV light 
emitting diode (LED)-based detector (375 nm); the resulting peaks were recorded with a 
FIA monitor/data processing apparatus. 
 
 
 
 
ig. 1 FIA system for the determination of formaldehyde using methyl acetoacetate as a 
reagent.  
 
CS
RS
V
S
RC CC
65 oC r. t.
W
D RP
 
F
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CS: carrier solution (purified water); RS: 0.1 M methyl acetoacetate and 1.0 M ammonium 
cetate solution at pH 7.0; P: pump RX-703T; V: six-way valve with 300 μl loop; RC: 
action coil (8 m x 0.5 mm i.d.); CC: cooling coil (2 m x 0.5 mm i.d.); D: LED detector; 
 
3. Results and discussion 
3.1. Development of novel reagent for Hantzsch’s reaction 
acetate, n-propyl acetoacetate, n-amyl acetoacetate, 
malonic acid, dimethyl malonate and diethyl malonate were examined by using 
 oC. The obtained maximum 
wave
a
re
R: recorder. 
The detection reaction is based on the Hantzsch reaction, which was first explained 
by Nash [30]. In this work, several kinds of commercially available β-keto esters such as 
methyl acetoacetate, ethyl aceto
spectrophotomeric methods at room temperature and 60
length and the apparent molar absorptivity of their products obtained under each 
experimental reaction condition are shown in Table 1. Of these reagents, methyl 
acetoacetate gave the largest molar absorptivity (5 x 103 dm3mol-1cm-1 at room 
temperature and 7.8 x 103 dm3mol-1cm-1 at 60 oC). Moreover, methyl acetoacetate is one of 
the most soluble reagents in water: it is most reactive with formaldehyde, selective and 
sensitive for formaldehyde by spectrophotometry. The reaction of the color development 
proceeds through the following steps: one molecule methyl acetoacetate can react with 
formaldehyde, and the other one can react with ammonia to form an enamine-type 
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intermediate; subsequent cyclodehydration can give a product, 
2,6-dimethyl-1,4-dihydropyridine-3,5-di(methylcarboxylate). The reaction mechanism 
was shown in Scheme 1. 
 
Table 1 Some promising reagents and apparent molar absorptivity (ε ) of their products 
5000
ε / dm3 mol-1 cm-1
Ethyl acetoacetate
Methyl acetoacetate
Reagents Structure
3727800
λmax / nmε / dm3 mol-1 cm-1
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3551000
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Scheme 1 The detection reaction using methyl acetoacetate as a reagent for formaldehyde 
detection in the presence of ammonia. 
 
3.2. Selection of detection wavelength 
A series of standard solutions were prepared according to the standard procedure, 
how
 
 
Fig. 2 Absorption spectra for the product of formaldehyde in the concentration range of 
2.5 – 20 x 10 -6 M. 
and the absorption maximum wavelength was obtained in the range of 300-500 nm by a 
spectrophotometer. The maximum absorption wavelength of the product was 375 nm as is 
n in Fig. 2. 
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3.3 O
determination of formaldehyde, manifold parameters are optimized using 
manifold with LED detector in Fig. 1. To optimize the conditions, 5 x 10-6 and 10  
of formaldehyde solution were injected into the FI system.  
 
The effect of the reaction coil temperature was firstly examined by varying the 
temperature from 25 to 80 oC using the dry heating bath. As shown in Fig. 3, the 
dependence of the overall reaction on temperature was significant. The higher the reaction 
temperature is, the larger the analytical signals are, and the higher sensitivity is obtained. 
On the other hand, a temperature above 70 oC gave poor reproducibility because the 
ed by keeping the reaction coil in a thermostating dry bath. 
 the determination of formaldehyde also depended on the reaction 
time. 
ptimization of manifold parameters for spectrophotometric determination of 
formaldehyde by FIA 
In order to obtain a maximum signal to noise ratio in the spectrophotometric 
the FIA 
 x 10-6 M
baseline is not stable and some air bubbles can occur. Therefore, a reaction temperature of 
65 oC was maintain
 
The sensitivity for
The effect of the flow rate of the carrier and the reagent solution was investigated in 
the range of 0.2 to 0.6 mL min-1. The results shown in Fig. 4 indicate that with increasing 
flow rate from 0.2 to 0.6 mL min-1, the sensitivity of the detection of formaldehyde was 
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lowered. However, too low flow rates could lead to poor reproducibility and sample 
throughput. As a compromise between sensitivity and sampling rate, 0.4 mL min-1 of the 
flow r
osen as a 
compromise with respect of the sensitivity and the sample throughput. 
 
 
ate was chosen in the further experiments. 
 
     Longer reaction coils gave a longer residence time, but the dispersion of the sample 
zone became larger, and the output peaks were broadened. The effect of mixing coil length 
was examined by varying the length from 4 m to 12 m. As shown in Fig. 5, the signal peak 
height increased with increasing the mixing coil length up to 8 m, and above 8 m, signal 
peak height was almost identical. A reaction coil length of 10 m was ch
      The sample injection volumes of 100, 200, 300, 400 and 500 μl were examined by 
changing the length of the sample loop on the injection valve. The results obtained in Fig. 
6 showed that larger volumes were preferable to obtain higher peak, and the volumes 
above 300 μl gave only a small increase in peak height: the sample volume of 300 μl was 
selected as a compromise of the sensitivity, the sample throughput and the sample size.   
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Fig. 3 Effect of reaction temperature.  
HCHO concentration, •: 0 (blank); ▲: 5 x 10-6 M; ■: 10 x 10-6 M. 
 
 
 
0.00
0.01
0.02
0.03
0.1 0.2 0.3 0.4 0.5 0.6
Flow rate / mL min-1
A
bs
or
ba
nc 
 
 
0.7
e
 
 
Fig. 
CH
4 Effect of flow rate.  
O concentration, •: 0 (blank); ▲: 5 x 10-6 M; ■: 10 x 10-6 M. H
 15
 0.00
0.03
2 4 6 8 10 12 14
rb
 
0.02
an
ce 
0.01A
bs
o
 
 
 
Reaction coil length / m
 
Fig. 5 
CHO
ig. 6 Ef
CHO c
Effect of mixing coil length.  
 concentration, •: 0 (blank); ▲: 5 x 10-6 M; ■: 10 x 10-6 M. H
 
 
 
 
 
 
 
 
F fect of sample volume.  
oncentration, •: 0 (blank); ▲: 5 x 10-6 M; ■: 10 x 10-6 M. H
μL
0.00
0.01A
bs
0.02
an
c
0.03
0 100 200 300 400 500 600
Sample volume /
or
b
e
or
ba
nc
e
A
bs
 16
3.4 Optimization of reagent concentrations for spectrophotometric 
determination of formaldehyde 
te concentration in the range of 0.01 ~ 0.2 M on the 
k height increased with 
creasing methyl acetoacetate concentrations up to 0.1 M, above which the signal 
tensity was almost identical. In this study, 0.1 M methyl acetoacetate was selected. 
 
In the reaction of formaldehyde with the proposed reagent, pH of the reagent 
olution is very important for the reaction efficiency. The influence of three kinds of buffer 
n the sensitivity was examined; they were an acetate buffer (acetic acid–sodium acetate), 
 phosphate buffer (disodium hydrogenphosphate – potassium dihygrogenphosphate), and 
n ammonium acetate buffer. All the buffers tested here were prepared at the total 
f 7. The first two buffers were not adequate because of 
the ammonium acetate 
buffer
ammonium ac  ~ 8.0: the pH was adjusted by adding an 
acetic
The effect of methyl acetoaceta
sensitivity was studied. The results in Fig. 7 indicate that the pea
in
in
s
o
a
a
concentration of 1.0 M with pH o
very low analytical signals. The best results were obtained with 
, and therefore the effect of pH on the sensitivity was investigated with the 
etate buffer in the range of pH 5.0
 acid or a NaOH solution to the ammonium acetate solution. The results obtained in 
Fig. 8 indicates that in the pH range over 6.5 ~ 7.5, the peak height is highest and almost 
identical, whereas below pH 6.5 and above pH 7.5, the peak height becomes shorter. From 
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such results, the pH of 7.0 was chosen for further experiments. 
 
A
Fig. 
mmonium acetate can act as one of the components of the reagents in the proposed 
method. The effect of ammonium acetate concentration was examined in the range of 0.1 
~ 2.0 M. The results obtained are shown in Fig. 9. It was found that the peak height 
increased with increasing ammonium acetate concentration till 1.0 M, above which no 
further increase was observed; In the proposed method, 1.0 M ammonium acetate was 
selected because of stronger buffer capacity, higher sensitivity and better baseline. 
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7 Effect of concentration of methyl acetoacetate.  
HCHO concentration, •: 0 (blank); ▲: 5 x 10-6 M; ■: 10 x 10-6 M. 
 
 18
  
 0.02
0.03
nc
e
 
 
0.00
0.01
4 5 6 7 8 9
pH
A
bs
or
ba
 
 
Fig. 8 Ef
CHO c
ig. 9 Ef
CHO con
fect of pH. 
oncentration, •: 0 (blank); ▲: 5 x 10-6 M; ■: 10 x 10-6 M. H
 
 
 
 
 
 
 
 
F fect of concentration of ammonium acetate. 
centration, •: 0 (blank); ▲: 5 x 10-6 M; ■: 10 x 10-6 M. H
0.00
0.01
0.03
0 0.5 1 1.5 2 2.5
Ammonium acetate conc. / M
A
bs
or
b
0.02
an
ce
 19
3.5 Interference from foreign substances 
    The investigation of possible interferences was conducted with regard to possible 
es and the problem of selectivity. The interference of low molecular 
ell as other compounds, 
ere checked and was found negligible even when interfering substances were added in 
ery large excess amounts of the formaldehyde levels. In the Hantzsch reaction, aldehydes 
an react with ammonia and β-diketone analogues to form dihydropyridine derivatives as 
 Scheme 1, and therefore this reaction is very selective to aldehyde. In the reaction with 
ethyl acetoacetate, the selectivity to formaldehyde can be more improved, because 
ethyl acetoacetate can restrict the conformation of flexibility, and other aldehydes, such 
s acetoaldehyde and propionaldehyde, are more difficult to react, compared to 
rmaldehyde. Of the co-existing substances, more than 5 x 10-6 M of sulfite ion decreased 
 the reaction of formaldehyde with 
a low concentration of 
sulfite lutions at low concentrations are not so 
 
chemical interferenc
weight aldehydes, such as acetaldehyde, and propionaldehyde, as w
w
v
c
in
m
m
a
fo
the peak height seriously. This interference is due to
sulfite. Though sulfite can easily react with formaldehyde, only 
 can exist in natural waters. H2O2 and I2 so
strong oxidizing agents and can not oxidize formaldehyde. Therefore, the proposed 
method is free from interference with the determination of formaldehyde in environmental 
waters. Table 2 shows the tolerable concentration defined as the concentration of foreign 
species causing less than ± 5% relative error. 
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Ta ±
 
 
 
 
 
 
able 2  Tolerable concentration of foreign species in the determination of 5 x 10-6 M 
formaldehyde 
Defined as  5% relative error 
- 4.7%80004 x 10-2H+
-2.8%20001x 10-2OH-
+ 0.8%20001 x10-2Br-
+ 0.8%20001 x 10-2Ethanol
+ 4.7%20001 x 10-2Acetone
+1.3%20001 x 10-2SO 2-4
+ 2.7%63 x 10-5Cu2+
+ 4.3%42 x 10-5Fe3+
+ 3.0%402 x 10-4Acetaldehyde
- 4.5%15 x 10-6SO 2-3
+ 4.2%4002 x 10-3H2O2, I2
+ 3.7%4002 x 10-3NO2-
+ 4.7%1005 x10-4Propionaldehyde
1000
2000
2000
5000
Tolerable limit a
( [species] / [HCHO] )
- 3.5%5 x 10-3CO32-
+ 3.7%1 x 10-2NO3-
+ 2.7%1 x 10-2Ca2+
+ 4.7%2.5 x 10-2 Na+, Cl-
Relative error 
(%)
Tolerable conc. (M)Foreign substances
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3.6 Calibration graph and analytical features 
der the optimal     Un  conditions, the calibration graph was prepared over the range of 
0.25 ~ 20.0 x 10-6 M formaldehyde with a correlation coefficient of 0.9998. The peak 
profiles of formaldehyde for the calibration graph obtained are shown in Fig. 10: the 
equation of the calibration graph was expressed as Y = 0.0023X + 3E-06, where Y was 
peak height and X was formaldehyde concentration in 10-6 M. The relative standard 
deviation of 12 replicate injections of 5 x 10-6 M was 1.2 %.  
     The limit of detection, calculated as the concentration corresponding to three times 
of the baseline noise (3 S/N), was 5 x 10-8 M (1.5 μg L-1). 
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 CHO concentration: 0-20 x 10-6 M; 0.1 M methyl acetoacetate; 1.0 M ammonium 
cetate; pH 7.0; flow rate: 0.4 mL min−1; reaction coil length: 10 m; sample injection 
olume: 300 μL; reaction temperature: 65 oC.  
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Fig. 10 Flow signals for formaldehyde determination.  
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3.7 Determination of formaldehyde in natural water samples 
The developed procedure was applied to the determination of formaldehyde in 
natural water samples. Different real water samples (tap water, river water and rainwater) 
were analysed. The samples were filtered through a filter paper prior to their analysis. 
Recovery tests were performed on the formaldehyde solutions of different concentrations 
from 3.0 to 15.0 μg L-1. Significantly good recoveries from 98.3 to 106.7 % were obtained 
from the determination of formaldehyde in water samples (Table 3).  
In order to evaluate the accuracy of the proposed method, the results obtained were 
compared with those obtained with an acetylacetone/spetrophotometric method and 
acetoacetanilide/fluorometric method described in the previous papers [30, 38]. Rainwater 
samples 1, 2, and 3 were collected in Okayama University campus in the different day in 
December 2006. The good agreement between these results (Table 4) indicates the 
successful applicability of the proposed method for the determination of formaldehyde. 
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  Analytical results for the determination of formaldehyde in natural water samples 
 
a  Acetylacetone/spetrophotometric method and acetoacetanilide/fluorometric method 
were described in the previous papers [30, 38].   
Table 3
 
 
 
 
 
 
recoveredfound
/ μg L-1/ μg L-1
5.9
6.3
3.2
15.7 ± 0.1
4.3 ± 0.2
HCHO found
9821.6 ± 0.26.0Rainwater
Riv
1077.5 ± 0.13.0Tap water
10511.5 ± 0.16.0
105
Recovery (%)
HCHO / μg L-1
HCHO added 
Sample
 
 
 
All values are means (n = 5) with ± σ (standard deviation). 
 
14.8
3.15.2 ± 0.2 1038.3 ± 0.23.0er water
9930.5 ± 0.115.0
Table 4 Comparison of the results obtained by the proposed method and other methodsa 
 
 
 
 
 
 
 
6.310.6 ± 0.26.0
Acetoacetanilide methodAcetylacetone methodProposed method
17.2 ± 0.118.3 ± 0.217.8 ± 0.21
HCHO conc. found / μg L-1
16.0 ± 0.116.5 ± 0.115.7 ± 0.13
13.0 ± 0.214.0 ± 0.113.5 ± 0.12
Rainwater
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 4 Conclusion 
 novel water-soluble reagent, methyl acetoacetate, was for the first time proposed 
for the determination of formaldehyde.  
 simple and highly sensitive detection method based on the reaction of 
form ldehyde with methyl acetoacetate and ammonia was developed.  
of formaldehyde as a highly sensitive detection method.  
The proposed method can be directly applied to the determination of formaldehyde in 
natural water samples. 
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